Wear of composite resin in vitro: a testing machine with rubber plate. Preliminary results.
A new machine was developed to study the wear of dental filling materials in vitro. Four products: amalgam, Adaptic, Clearfil and acrylic resin were tested. Wear was measured quantitatively by weighing the specimen, and the wear pattern was studied qualitatively with a scanning electron microscope (SEM). A comparison was made with materials that were placed in the mouth for a prolonged period. It was found that the in vitro wear pattern was comparable to that found in vivo.